ASPIRATORS
13
bottles may be employed as shown in Fig. 13. The bottle A is placed on a wooden stool; its india-rubber stopper is provided with a glass stopcock a and a tube b, reaching nearly down to the bottom of A, and connected by elastic tubing with a straight glass pipe acting as a syphon. The elastic tube can be closed entirely or partially by a screw clamp. Before taking the sample, bottle A is filled with water through tube b in such
a
FIG. 13-
manner that no air-bubbles remain and that the water rises up to the stopcock a. Now all the air is removed from pipe a by means of the pump c\ and the gas is aspirated by allowing the water to flow out into B. Such an arrangement can, for instance, serve for continously taking a sample from the main current of gases developed during a length of time.